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Introduction 

 Chi Solutions, Inc. (Chi) is the country’s largest laboratory 

consulting company. 

 Chi’s projects encompass many areas of laboratory 

operations.  Regulatory compliance is one of our key 

service areas.  We have been involved in helping to resolve 

some highly publicized regulatory cases in the past. 

 During the past two years, we have seen a significant 

increase in the number of clients seeking help with CLIA-

related issues. 

 We have identified some common themes from these 

cases. 
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The Inspection Process 

 In many cases, CMS authorizes state and local government 

agencies to perform CLIA inspections on its behalf. 

 Several organizations have deemed status to inspect in 

lieu of a state agency.  These groups have requirements 

that are more stringent than CLIA and must include all 

items found in the regulations.  

 If one of these organizations discovers areas of CLIA 

noncompliance during the inspection, CMS will be notified 

and may or may not reinspect the laboratory. 

 CMS also authorizes validation inspections on a 

percentage of the laboratories inspected by other 

agencies.  
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Case #1 The Inspection 

Calamity General 

Hospital 
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Calamity General Inspection  

 Early in the inspection process, the reviewer discovered that the two 

labs with different CLIA certificates shared proficiency testing 

materials and results.  Marty had instituted this “Streamlined 

Proficiency Testing Process” without considering the prohibition on 

sharing proficiency testing information between laboratories with 

different CLIA numbers. 

 Marty argued with the inspector that both labs were under common 

ownership and leadership and that he didn’t think they should be cited 

for something so “trivial.” 

 The rest of the day did not go well. 

 At the end of the day he reported back to Sally, lab admin director: 

“There was a little problem with proficiency testing that the inspector 

made a big deal about—I have been working in this lab for 35 years and 

I never heard anything about labs in the same system not being able to 

share proficiency testing samples and results.  It saves money!” 

 Sally reminded him that he was new to the regulatory responsibilities 

and that she “read about these new PT rules somewhere.” 



©2011 Chi Solutions, Inc..  Proprietary and Confidential. 5 

Case #2 The Inspection 

Big City Medical Clinic 
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BCMC Inspection 

 Bill met with Linda from the State Lab Licensure Office—agent for 

CMS—early on the day of inspection.  Linda had performed the 

inspections on each of the lab sites during the last inspection process. 

She told Bill that she was anxious to see if the past deficiencies were 

indeed corrected.  Bill wasn’t sure what she was talking about but he 

was about to learn… 

 Linda did indeed find repeat deficiencies in each of the laboratory 

sites.  She spent the day educating Bill, explaining why documenting 

temperatures, performing and documenting corrective action when QC 

was unacceptable, and documenting review of proficiency testing was 

very important. 

 Bill met with Mary Ann at the end of the day, and they reviewed the 

documentation from the last inspection.  Just as Linda said, the 

deficiencies she found were cited the last time as well.  The laboratory 

submitted documentation to the state on how they planned to correct 

the deficiencies two years previously, but everything stayed the same. 
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Noncompliance and Sanctions 

 After discovery of nonconformance, CMS may impose a 

number of different sanctions on the laboratory up to and 

including revocation of the CLIA certificate. 

 The laboratory is given a time period to respond to the 

deficiencies as well as an explanation of the sanctions to 

be imposed if the situation is not corrected. 

 The severity of the noncompliance and the potential for 

harm to patients are factors in determining the corrective 

actions required by the laboratory and the ultimate 

sanctions imposed.  

 Often, follow-up inspections are planned to ensure that the 

corrective actions have been effective. 
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Case #1 Response 

Calamity General 

Hospital 
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Calamity General Response 

 About four weeks after the initial inspection, a team of 

CLIA inspectors from the regional CMS office visited the 

laboratories and performed their own inspection. 

 Several weeks later, Calamity General received a letter 

informing the hospital that non-compliance with 

proficiency testing requirements meant a Condition Level 

Non-compliance—Immediate Jeopardy.  The sanction to be 

imposed was loss of the laboratories’ CLIA certificates. 

 This triggered a six-month discussion between attorneys 

from the hospital and CMS.  By the time the dust settled, 

the laboratories were able to continue to operate but Sally, 

the admin director, retired; Marty was no longer with the 

organization; and the laboratory medical director was 

replaced. 
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Case #2 Response 

Big City Medical Clinic 
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BCMC Response 

 Several weeks after the inspection, BCMC received a letter from the 

state listing the deficiencies from the current inspection and 

identifying those that were also cited during the previous inspection. 

The letter also mentioned that if the repeat deficiencies were not 

adequately addressed, the clinic would risk sanctions up to and 

including lost of its CLIA certificates. 

 Clinic leadership started immediately to address the issues from the 

inspection.  They used the State Lab Licensure Office as a resource to 

find local technical expertise to assist Bill with establishing meaningful 

corrective actions.  They also addressed staffing shortages which had 

contributed to some of the issues. 

 Within several months, a new medical director was assigned to the 

laboratory.  While Bill continued to manage both radiology and the 

laboratory, the clinic established a long-term relationship with a 

laboratory technical consultant to maintain the new quality program 

and regulatory compliance. 
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Common Deficiencies 

 CMS and each of the other laboratory regulatory agencies 

publish lists of the most common deficiencies cited. 

 While these lists are helpful to laboratories as they assess 

inspection readiness, the root cause of the deficiencies in 

troubled laboratories goes much deeper. 

 Virtually every laboratory is facing the challenges of: 

 The aging workforce. 

 Financial demands and constraints of the organization. 

 Cost of new technology. 

 Some organizations deal with these issues better than 

others. 
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Common Issues in Troubled Laboratories 

 Lack of involvement by the medical director. 

 Administrative leadership unaware of the laboratory’s 

regulatory status. 

 All regulatory responsibility given to one individual in the 

laboratory. 

 Excessive cost constraints resulting in critically decreased 

staffing. 

 Incomplete/ineffective corrective action resulting in repeat 

deficiencies. 

 No mechanism for incorporating new information or 

interpretation of regulatory standards into the operation. 
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What Can Be Done? 

 Include specific regulatory responsibilities and tasks in the 

medical director’s contract. 

 Involve senior administrative leadership in the inspection 

process. 

 Ensure that more than one individual in the laboratory is 

aware of and responsible for regulatory compliance. 

 Consider regulatory requirements when discussing cost 

reductions. 

 Set parameters for monitoring the results of corrective 

action. 

 Develop a process to review new regulatory information 

and incorporate the changes into the laboratory operation. 
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